is study aimed to compare the quality of human spermatozoa vitrified by direct plunging into liquid nitrogen vs. liquid air. Spermatozoa were divided into three groups: fresh spermatozoa (Group F) were used as a control. Spermatozoa suspension (20 μl) was vitrified in open granules by direct dropping into liquid nitrogen (Group LN) or clean liquid air (Group LA). After warming at 37°C, the progressive motility rate of Group F was reduced from 65.9 ± 2.5% to 34.0 ± 1.9% (Group LN) and 38.1 ± 2.3% (Group LA), respectively (P 1-2,3 < 0.05). e reductions in viability were 65.6 ± 2.2%, 29.0 ± 1.8%, and 36.6 ± 2.6% for Groups F, LN, and LA, respectively (P 1-2,3 < 0.05). Comparing spermatozoa vitrified in liquid nitrogen vs. liquid air, no significant differences were detected in motility (34.0 ± 1.9% vs. 38.1 ± 2.3%), viability (29.0 ± 1.8% vs. 36.6 ± 2.6%), early apoptosis (13.8 ± 1.5% vs. 14.3 ± 1.8%), late apoptosis (45.5 ± 1.8% vs. 43.7 ± 2.2%), and necrosis (19.5 ± 2.0% vs. 15.0 ± 1.8%; p > 0.01 for all respective differences). ere was a statistical tendency for increasing rates of "progressive motility" and "viability" and decreasing rates of "apoptosis" and "necrosis" when comparing spermatozoa vitrified in liquid air vs. liquid nitrogen. It is concluded that cryoprotectant-free vitrification by the direct dropping of human spermatozoa in a clean cooling agent (liquid air) is a good alternative to the use of nonsterile liquid nitrogen and can be used to cool cells while minimising the risk of microbial contamination.
Introduction
Cryopreservation of spermatozoa is an important technology of reproductive medicine [1, 2] . Since data on the cryopreservation of human spermatozoa in the presence of cryoprotectants were first published in the late 1950s [3] , several cryopreservation methods have been introduced, including conventional freezing and vitrification (cryopreservation by direct plunging into liquid nitrogen) techniques [4] [5] [6] .
Conventional cryopreservation methods presuppose the use of cryoprotective agents (permeable cryoprotectants), which can be toxic [7] . Negative impacts of conventional cryopreservation on spermatozoa functions might also include intracellular ice crystal formation, cellular dehydration, osmotic injury, cytoplasm damage, functional destabilisation, and mutagenesis [8] [9] [10] [11] . is method can lead to the alteration of membrane permeability [12] [13] [14] . To avoid these detrimental effects, cryoprotectant-free vitrification technology has been developed [13, [15] [16] [17] [18] .
It was noted the high effectiveness of technology for cryoprotectant-free vitrification by direct dropping of human spermatozoa suspension into liquid nitrogen [6, [19] [20] [21] .
However, cryopreservation of nonisolated biological objects (with direct contact with liquid nitrogen) would take potential risks of contamination by viruses, bacteria, fungi, and spores [21] [22] [23] [24] [25] [26] .
To avoid the risk of microbial contamination, for cooling of cells, clean liquid air was used (bench-top device CLAir, FertileSafe, Nes Ziona, Israel) [27] . is bench-top device produces clean liquid air (CLAir, FertileSafe, Nes Ziona, Israel) having a temperature (− 195 .7°C) similar to temperature of liquid nitrogen. In experiments, Arav et al. [27] reported the use of device for the vitrification of mice embryos and human oocytes. e results showed that the devices are safe and can be easily adopted in every assisted reproduction treatment laboratory to eliminate potential contamination of cells by direct contact of these cells with liquid agent.
e vitrification of human pronuclear oocytes through direct contact with a sterile cooling agent (liquid air) has been recently reported [28] . But, there is limited data about the vitrification of human spermatozoa through direct contact with clean liquid air.
is study aimed to compare the motility, viability, and rates of apoptosis and necrosis of human spermatozoa vitrified in open granules, without permeable cryoprotectants, comparing direct plunging of the spermatozoa droplets into liquid nitrogen vs. liquid air.
Materials and Methods
All chemicals used in this study were purchased from Sigma (St. Louis, MO, USA), unless otherwise indicated. Our experiments were performed under a protocol approved by the University Ethics Board.
Selection and Preparation of Spermatozoa.
Ejaculated semen samples were obtained from 15 healthy fertile men by masturbation after 48 h of sexual abstinence, who gave consent, and according to a protocol approved by the Ethics Boards of University Cologne.
Fresh semen samples were transported from the clinic to the laboratory within 20 min at 37°C. After liquefaction, a semen analysis was performed to evaluate the spermatozoa parameters, according to published guidelines of the World Health Organization [29] .
A density-gradient medium (Gynemed GmbH, Lensahn, Germany) was prepared in a test tube by layering 1 ml of 45% (v/v) density-gradient medium over 1 ml of 90% (v/ v) density-gradient medium.
en, 1 ml of semen was placed above the density-gradient media and centrifuged at 300-400 g for 15-30 min. Supernatant was removed from the spermatozoa pellet, and then spermatozoa pellet was resuspended in 5 ml of a supplemented medium by gentle pipetting and centrifuged at 200 g for 4 to10 min. Finally, the pellet in a supplemented medium was resuspended by gentle pipetting and concentration and motility of spermatozoa can be determined. Human tubal fluid (HTF) [30] with 1% Dextran Substitutive Supplement (DSS, Irvine Sci., Irvine, USA) was the basic medium for spermatozoa preparation.
Only normozoospermia samples were included in this study.
Experimental Design.
e study design is presented in Figure 1 . Spermatozoa were divided into three groups, one control and two treatment groups: cryopreserved in open granules by direct dropping into cooling agent (liquid nitrogen vs. liquid air). e quality of fresh spermatozoa, as well as spermatozoa after respective cryopreservation (vitrification and warming), was evaluated as described below.
Vitrification and
Warming. CLAir (FertileSafe Ltd, Nes Ziona, Israel) is a bench-top device for the production of sterile liquid air made of two stainless steel containers, one inside the other, having a gap between them that is filled with commercial liquid nitrogen.
e liquid air is produced inside the cooled, inner stainless steel container, which collects filtered room air (equipped with a 0.22 μm filter) and liquefies it. e CLAir device produces 250 mL of clean liquid air every 10 min when operated according to the instruction manual. e liquid air is collected into a specially designed sterile Styrofoam cup, which can be used for cryopreservation with open carrier systems. Liquid air has the same temperature as liquid nitrogen (− 195.7°C).
For the preparation of the vitrification solution, the 0.5 M stock of sucrose (MP Biomedicals, Illkirch, France) was dissolved into bidistillate water (Berlin-Chemie, Berlin, Germany) followed by filtration through a 0.22 µm filter (Millipore, Darmstadt, Germany).
e vitrification solution was prepared using extempore as follows: 0.5 M sucrose was diluted 1 : 1 with HTM medium supplemented with 1% DSS, to achieve the 0.25 M sucrose end concentration [4, 13] .
Spermatozoa after DGC (as described above) were centrifuged at 300 g for 10 min. e pellets were resuspended in vitrification medium to achieve a concentration of 15 × 10 6 spermatozoa/ml, with subsequent incubation for 5 min at 37°C in 5% CO 2 . Cooling in the liquid agent (nitrogen or air) was carried out as illustrated in Figure 2 and described in [4] . In brief, using a micropipettor (Eppendorf, Hamburg, Germany) at a distance of 10 cm from respective liquid agent, 20 µl aliquots of spermatozoa suspension were dropped directly into this cooling agent. A sphere immediately forms and floats to the surface. After 6 s in liquid nitrogen and 8 s in liquid air, the sphere solidifies and falls to the bottom of the strainer. After solidification, the spheres were collected, packaged into 1.8 ml cryotubes, and stored for at least 24 h in a tank with liquid nitrogen before warming. Warming was performed by quickly submerging spheres, one-by-one (not more than five spheres), into 5 ml HTF with 1% DSS prewarmed to 37°C, accompanied by gentle vortexing for 10 s. e warmed sperm suspension was maintained at 37°C in 5% CO 2 for 10 min and then centrifuged at 380 g for 5 min.
e cell pellet was finally resuspended in 50 µl HTF with 1% DSS for the evaluation of quality.
Spermatozoa Motility.
Motility of spermatozoa was assessed immediately after ejaculation and after each spermatozoa preparation technique (DGC) and after warming using Makler's counting chamber (0.01 mm 2 and 10 μm deep) to calculate. Motility was estimated under the light microscope (Zeiss, Goettingen, Germany) at 400x magnification [4] . Only spermatozoa with progressive motility, categories "a" (rapid and regular forward progression) and "b" (moderate, slow, or sluggish forward progression) according to the WHO guidelines [29] were assessed. e percentage of progressively (a + b) motile spermatozoa was determined according to the following equation: (a + b motile spermatozoa/total spermatozoa) × 100.
Viability by SYBR-14 and Propidium Iodide.
e samples were processed using SYBR-14 and propidium iodide (PI), using the dead/live spermatozoa viability staining kit (L-7011, Molecular Probes Inc., Eugene, USA) according to the method described in [31] . Spermatozoa suspension (45 μl, 25-50 × 10 6 /ml) was placed in an Eppendorf tube and 5 μl each of SYBR-14 in DMSO (1 μM) and PI (120 μM) in BSAsaline (1 mg/ml) was added and incubated at 37°C for 10 min. ree 10 μl drops of the mix were placed on a slide under coverslips and evaluated under epifluorescence using Nikon B-2A filter block at 400x magnification. Researchers can distinguish live and dead cells with visible-light excitation, avoiding the harmful effects of UV exposure. When spermatozoa was incubated briefly with these two stains, live spermatozoa cells with intact cell membranes fluoresce bright green, while cells with damaged cell membranes fluoresce red. Both live (green) and dead (red) spermatozoa are seen simultaneously. A total of 200 spermatozoa per sample were assessed. SYBR-14 is a membrane-permeant and nonfluorescent compound, which is immediately deacylated and converted into high fluorescent compounds by intracellular esterases.
ese green fluorochromes are maintained intracellular by intact membranes. As plasma membranes deteriorate at cell death, cells lose their ability to resist the influx of red fluorescent PI which replaces or quenches green fluorochromes. spermatozoa sample were placed on a slide, gently mixed, then covered with a coverslip, and sealed with nail varnish. Slides were observed using appropriate filters. A total of 200 spermatozoa per sample were assessed.
Early apoptotic cells will exclude 7-AAD (7-amino-actinomycin D), while late-stage apoptotic cells will stain positively, due to the passage of these dyes into the nucleus where they bind to DNA. 7-AAD has a high DNA-binding constant and is efficiently excluded by intact cells. When excited by 488 laser light, 7-AAD fluorescence is detected in the far red range of the spectrum (650 nm long-pass filter).
Annexin V is a member of the annexin family of intracellular proteins that binds to phosphatidylserine (PS) in a calcium-dependent manner. PS is normally only found on the intracellular leaflet of the plasma membrane in healthy cells, but during early apoptosis, membrane asymmetry is lost and PS translocates to the external leaflet. Fluorochrome-labelled Annexin V can then be used to specifically target and identify apoptotic cells. To help distinguish between the necrotic and apoptotic cells we use the 7-AAD solution.
Statistical Analysis.
For the statistical analysis, we used one-way nonparametric analysis of variance (ANOVA) with a significance level of 0.05. e Bonferroni multiple comparisons test was used to establish differences between the groups. Results are represented as mean ± SEM throughout the study. p < 0.05 was considered statistically significant. All analyses were done using SPSS version 17 for Windows (SPSS, Chicago, IL, USA) and performed with the Prism 6 software (GraphPad, La Jolla, USA).
Results
e process of vitrification and warming markedly affected the motility of the spermatozoa (Figure 3) . While the fresh control spermatozoa showed 65.9 ± 2.5% of progressive motility, this rate was reduced in the LN and LA groups (to 34.0 ± 1.9% and 38.1 ± 2.3%, respectively) (p < 0.001 compared to the control). It was detected no difference in the motility rates of the two treatment groups (LN and LA) (p > 0.1). e influence of the two vitrification methods is shown in Figure 4 . Viable spermatozoa cells with intact cell membranes are bright green, while cells with damaged cell membranes are red. e viability of spermatozoa decreased significantly after cryopreservation: from 65.6 ± 2.2% in the control ("fresh") group to 29.0 ± 1.8% and 36.6 ± 2.6% in the LN and LA groups, respectively (both p < 0.001 vs. the control). However, no significant differences were observed when comparing the LN and LA groups (p > 0.05) (Figure 4) . Apoptosis (early apoptosis, late apoptosis, and necrosis) data are shown in Figure 5 . When comparing the control ("fresh") and treatment groups, the rates of early apoptosis were not significantly different (15.4 ± 0.8%, 13.8 ± 1.5%, and 14.3 ± 1.8% for Groups F, LN, and LA, respectively) (p > 0.1). It was detected a greater proportion of spermatozoa in late apoptosis in the LN (45.5 ± 1.8%) and LA (43.7 ± 2.2%) groups than in fresh samples (10.0 ± 1.1%) (p < 0.001) ( Figure 5 ). e late apoptosis rates of spermatozoa in LN and LA groups were similar (p > 0.1).
e rate of necrosis increased from 11.2 ± 1.1% in the control group to 19.5 ± 2.0% for the LN group (p < 0.05). e increase in the rate of necrosis was not significant in Group LA (15.0 ± 1.8%, p > 0.1). We detected no significant difference in the necrosis rates when comparing the LN and LA groups (p > 0.05).
Discussion
e data regarding the risk of cross contamination during cryopreservation of reproductive cells in liquid nitrogen are brightly presented [22] [23] [24] [25] [26] [32] [33] [34] [35] [36] . It was shown that viruses, bacteria, and mycoplasmas survive after cooling in liquid nitrogen.
It has been established that viruses have especially high cryostability [21, [36] [37] [38] .
Bacteria also have high cryostability [39] , as demonstrated by the majority of recent publications regarding freezing-drying (cryoprotectant-free freezing with the following vacuumization) of lactic acid bacteria [40] .
Mycoplasma are very cryostable pathogens. For example, Mycoplasma equigenitalium and Mycoplasma subdolum show high viability rates after cryoprotectant-free cryopreservation by direct plunging into liquid nitrogen and storage at − 196°C for 30 days [41] . Mycoplasma can also be effectively freeze-dried [42] .
Recently, a new device to produce aseptic liquid air has been developed and successfully used in the vitrification of human oocytes and seen as a breakthrough for safe vitrification using open systems [27] . e vitrification of human pronuclear oocytes through direct contact of oocytes with a clean cooling agent has been reported [28] . However, there are limited data about the vitrification of human spermatozoa through direct contact with clean liquid air. erefore, the aim of our investigations was to test the new method of cryoprotectant-free vitrification (directly into liquid nitrogen and aseptic air) on human spermatozoa motility, viability, and apoptosis.
Previously, it was reported a positive effect of sterile liquid air by vitrification of human oocytes and embryos [ 27, 28] . By our supposition, the use of clean liquid air can be beneficial for cryopreservation spermatozoa by direct plunging into liquid air. e results in our study showed that there was no difference found between parameters of viability of spermatozoa vitrified in liquid nitrogen (with risk of microbial contamination) and spermatozoa vitrified in clean liquid air. We have established that cooling in clean liquid air was also effective but without the risk of contamination. In Arav et al.'s study [27] , the vitrification and storage experiments on mice embryos and human oocytes were performed. Results showed similar cooling rates by plunging of cells into liquid nitrogen and liquid air. Bioburden tests of CLAir and Esther showed no contamination of cells, while massive contamination was found in "commercial" liquid nitrogen and storage canisters. Mice blastocysts had a survival rate of over 90%, with 80% hatching rate after vitrification in CLAir and 1 week storage in Esther, similar to the fresh (control) results. Human oocytes vitrified in CLAir and in liquid nitrogen for three consecutive vitrification/ warming cycles showed high survival rate reflected to reexpansion of embryos in both groups. ese new systems represent a breakthrough for safe vitrification using open systems and a safe storage process generally [27] .
Arav et al. [27] also showed that clean liquid air has the similar cryogenic properties as liquid nitrogen. e authors noted that liquefied clean liquid air has practically the same temperature to that of liquid nitrogen and is able to guarantee the similar cooling rate. e rates "progressive motility," "viability," "late apoptosis," and "necrosis" for spermatozoa in LN and LA groups were similar. However there was a statistical tendency for increasing rates of "progressive motility" and "viability" and decreasing rates of "apoptosis" and "necrosis" when comparing spermatozoa vitrified in liquid air vs. liquid nitrogen.
For described experiments, it was used FITC Annexin V with 7-AAD kit to detect apoptosis. FITC Annexin V staining precedes the loss of membrane integrity which accompanies the latest stages of cell death resulting from either apoptotic or necrotic processes. 
Conclusion
Cryoprotectant-free vitrification by the direct dropping of human spermatozoa into clean cooling agent (liquid air) is a good alternative to the use of nonsterile liquid nitrogen, thereby minimising the risk of microbial contamination.
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